Introduction
============

It is estimated that approximately 85% of adults experience lower back pain at some point in their lives \[[@b1-asj-2018-12-3-398]\]. According to Waddell \[[@b2-asj-2018-12-3-398]\], chronic lower back pain due to instability of the spine causes pain in the lumbosacral region, buttocks, and thighs. These conditions are often treated using spine-stabilization devices, which prevent the shift of vertebrae that may damage the roots of the cauda equina. The superiority of the pedicle-screw system lies in its ability to obtain osseous purchase in the vertebra until solid fusion has been achieved. The rate of revision surgeries and complications in the osteoporotic spine for spine fixation and deformity correction is approximately 30% \[[@b3-asj-2018-12-3-398]\].

Osteoporosis is a disease associated with decreased bone mass and strength, leading to increased fracture risk. Patients above the age of 50 years have higher rates of osteopenia and osteoporosis, reaching as high as 46% and 31%, respectively \[[@b4-asj-2018-12-3-398]\]. One of the problems with osteoporotic patients is the loosening of pedicle screws. Achieving a stable implant fixation to weak bones is a challenge faced by both spinal surgeons and screw designers. Therefore, a thorough understanding of the stability and fixation ability of pedicle screws is required \[[@b5-asj-2018-12-3-398]\]. Osteoporosis affects the cancellous bone more profoundly than the cortical bone; hence, the fixation strength of pedicle screws is weak in low-density bones. Based on the literature, it has been reported that in case of healthy spines, pedicle-screw anchorage contributes 60% of the pullout strength \[[@b6-asj-2018-12-3-398],[@b7-asj-2018-12-3-398]\]. Hence, there is a need to improve the pullout strength of pedicle screws in osteoporotic bone \[[@b5-asj-2018-12-3-398]\].

Cadaver bone surrogate models are widely used to understand the holding power of pedicle screws \[[@b8-asj-2018-12-3-398]-[@b10-asj-2018-12-3-398]\] but are associated with inter-individual variability of bone mineral density (BMD), size, and other complication such as availability, delicate handling, storage condition, etc. Thus, synthetic bone models made with rigid polyurethane foam aid in the development of a suitable biomechanical model of the vertebra and have been widely used in literature to study the pullout strength phenomenon \[[@b11-asj-2018-12-3-398]-[@b19-asj-2018-12-3-398]\]. The available research on pullout strength of pedicle screws on foam models is carried out on homogeneous foams of differing density representing osteoporotic and normal bones \[[@b10-asj-2018-12-3-398],[@b20-asj-2018-12-3-398],[@b21-asj-2018-12-3-398]\]. The pedicle region shown in [Fig. 1](#f1-asj-2018-12-3-398){ref-type="fig"} with a dense concentric subcortical ring surrounding the tubercular core is an important site for secure fixation, and it contributes 60% of the pullout strength at the bone-screw interface versus 15% to 20% from the vertebral body \[[@b5-asj-2018-12-3-398]\].

The conventional single layer foam models used for pullout strength investigations capture only the contribution of the vertebral body. Therefore, there is a need to develop better synthetic bone samples that capture the inhomogeneity of the vertebra, especially the contribution of pedicle to the pullout strength mechanism of pedicle screws. The universal use of these artificial foam models would afford researchers a cheaper, readily available, nontoxic, and easily stored cache of tools as an alternative to the fresh-frozen vertebra. Researchers have used foam blocks with epoxy resin matrix \[[@b22-asj-2018-12-3-398]\] to represent humeri to study the pullout strength of bicortical screws. However, no such models/studies have been reported in literature in case of pedicle screws. Hence, the objective of the current study was to design and test the capabilities of a bi-layer model of polyurethane foam to determine pedicle screw pullout strength and to determine if it is a closer representation of actual vertebra in comparison with monolayer foam model. To accomplish this, the pullout strength of pedicle screws with the proposed model were compared with the conventional monolayer foam models and cadaver lumbar spine specimens. Important considerations for the current investigation were that the complex geometry of the vertebra was not considered, as it was assumed that the geometry influences the loading pattern physiologically. Only axial pullout strength was considered as the scope of the paper was to represent the initial holding power of pedicle screws. Other loading conditions such as cyclic loading were also not considered.

Materials and Methods
=====================

1. Pedicle screw
----------------

A commercial polyaxial, cylindrical, and self-tapping pedicle screw (M8, Medtronic; Sofamor Danek, Memphis, TN, USA) of length 40 mm and outer diameter 5.5 mm made from medical grade titanium alloy was used in this investigation ([Fig. 2](#f2-asj-2018-12-3-398){ref-type="fig"}). The dimensions of the pedicle screw were: outer diameter, (D~outer~)=5.5 mm; inner diameter, (D~inner~)=3.9 mm; thread length, (L)=40 mm; and pitch, (p)=2.7 mm.

2. Synthetic bone models
------------------------

Polyurethane foam models help to reduce the interindividual variability of size, BMD, non-homogeneity of bone, geometry, etc. and is widely used for the representation of vertebra \[[@b8-asj-2018-12-3-398],[@b16-asj-2018-12-3-398],[@b17-asj-2018-12-3-398],[@b23-asj-2018-12-3-398]\]. Conventionally, a monolayer of homogeneous polyurethane foam of different density is used to represent bones of differing density. The foams for the current study were obtained from Polynate Foam (Polynate Foams Pvt. Ltd., Bangalore, India) and adhered to the American Society of Testing Materials (ASTM F1839; ASTM, West Conshohocken, PA, USA) standards for use as standard material for testing of orthopedic devices and instruments \[[@b24-asj-2018-12-3-398]\]. The material properties and equivalent representation of the bone type are presented in [Table 1](#t1-asj-2018-12-3-398){ref-type="table"}. The foam block was cut into 60 mm×120 mm×45 mm dimensions as shown in [Fig. 3A](#f3-asj-2018-12-3-398){ref-type="fig"}.

The proposed bilayer model in this study is designed to represent the vertebra and the pedicle and consists of two layers of foam as shown in [Fig. 3B](#f3-asj-2018-12-3-398){ref-type="fig"}. The bottom layer of foam represents standardized human bone densities of cancellous bone according to grades. A 20-mm thick layer of 300 kg/m^3^ foam glued to this foam represents the cortico-cancellous pedicle \[[@b25-asj-2018-12-3-398]\]. The thickness of the corticocancellous region was selected based on the anatomical size of the pedicle \[[@b26-asj-2018-12-3-398]\].

Pilot holes were drilled (in both monolayer and bilayer models) along the longitudinal axis of the pedicle screw with a drill bit of 3.2 mm diameter. Holes were drilled 25 mm away from each other to avoid interaction effects. The foam block instrumented with pedicle screw was placed on a jig for the pullout strength test as shown in [Fig. 4A](#f4-asj-2018-12-3-398){ref-type="fig"}.

3. Lumbar spine sample
----------------------

Pullout strength studies in cadaver lumbar spine samples were performed to compare the pedicle-screw pullout values obtained in conventional monolayer foam models and the proposed bilayer foam models. Three embalmed intact lumbar spines (L1--L4) were obtained from the anatomy department of Christian Medical College, Vellore, Tamil Nadu, India. And the Institutional Review Board clearance is not required for the study. Specifications included age, gender, BMD, and T-score as described in [Table 2](#t2-asj-2018-12-3-398){ref-type="table"}. Vertebrae exhibiting fracture, osteophytes, or severe disc degeneration were excluded from further testing after visual and radiographic inspections. Soft tissues such as muscle and ligaments were left intact to represent the *in vivo* condition. BMD and bone mineral content were obtained using a dual energy X-ray absorptiometry (DEXA) scanner (Discovery A; Hologic Inc., Bedford, MA, USA). Muscles were removed but ligaments were kept intact before instrumenting with the pedicle screw. Pilot holes were drilled and taps were created using tapping screws. Pedicle-screw insertion was performed by a spine surgeon using a free-hand technique. Pedicle screws were placed unicortically. A computed tomography (CT) scan was performed on the instrumented specimen to check for any wall breach by the screw. Pedicle screws were attached to a 5.5-mm diameter rod inserted into the screw heads (as shown in [Fig. 4B](#f4-asj-2018-12-3-398){ref-type="fig"}) and connected to the testing machine using a special jig. The specimen was then placed in such a manner that the pedicle-screw axis was coaxial with the pullout direction on the jig.

4. Experimental design
----------------------

The depth of the pilot hole and screw insertion into the foam blocks were the same as those in the cadaveric specimens. A 5.5-mm diameter tensile steel rod was fixed to the pedicle screw using a set screw mimicking the actual configuration of the pedicle screw. This was fixed to the universal chuck on BiSS Nano-25 (Bangalore Integrated System Solutions Pvt. Ltd., Bangalore, India) having a specification of 15 kN force actuator operating at 50 Hz data acquisition. A 5 mm/min of the tensile load was applied to the test specimen until the screw released from the test block. The procedures were controlled under the provision of ASTM F543-07 protocol \[[@b27-asj-2018-12-3-398]\]. Load and displacement values were recorded, and the maximum load generated during screw pullout was defined as the pullout strength.

Statistical analyses were carried out using two-tailed Student *t*-test with equal variance at 0.05 level of significance (*p*\<0.05).

Results
=======

The cross-sectional view of the failed sample in bilayer and monolayer foam models is shown in [Fig. 5](#f5-asj-2018-12-3-398){ref-type="fig"}. It can be seen that the failure occurred at the thread--foam interface and not at the interface between the two foams. An additional experiment was carried out to rule out the influence of the adhesive used to join foam blocks on pullout strength of pedicle screws in bilayer foam models. Based on the study it was found that there is no significant difference (*p*\>0.05) between the pullout strength of foam models which were joined using adhesives and joined by clamping the two foam blocks. Thus, the pullout values in bilayer synthetic foam models developed in this study are dependent on the foam properties only.

1. Effect of density on pedicle-screw pullout strength
------------------------------------------------------

### 1) Cadaver

The pullout strength increased with an increase in density, which was the case for cadaver lumbar vertebra ([Fig. 6](#f6-asj-2018-12-3-398){ref-type="fig"}). A significant difference (*p*\<0.05) was observed in pullout strengths between the different bone types. Pullout strength was highest in normal bone (0.97±0.39 kN) and was the lowest in extremely osteoporotic bones (0.17±0.11 kN). There was a significant 62% decrease (*p*\<0.05) in pullout strength between normal and osteoporotic bones (0.60 kN). In cases of osteoporotic and extremely osteoporotic bones, there was a statistically significant 51% decrease (*p*\<0.05) in pullout strength (0.19 kN). The pullout strength of the pedicle screw increased with an increase in density in both monolayer and bilayer foam models ([Fig. 6](#f6-asj-2018-12-3-398){ref-type="fig"}).

### 2) Monolayer model

The highest pullout strength in the monolayer model was observed in normal (0.240 g/cm^3^) bone models at 0.99±0.04 kN, whereas the lowest pullout strength was observed in the extremely osteoporotic bone models (0.080 g/cm^3^) at 0.30±0.02 kN. There was a significant 34% decrease (*p*\<0.05) in pullout strength between osteoporotic and normal bones (0.34 kN). There was a 54% decrease (0.35 kN) in pullout strength between osteoporotic to extremely osteoporotic bone models, and the difference was significant (*p*\<0.05).

### 3) Bilayer model

No significant differences (*p*\>0.05) were observed in the pullout strength between osteoporotic (0.85±0.08 kN) and extremely osteoporotic bone models (0.94±0.08 kN), a 10% (0.09 kN) in the bilayer foam model. There was a significant difference (*p*\<0.05) in the pullout strengths between the osteoporotic (0.94±0.08 kN) and normal bone model (1.19±0.05 kN), a 21% decrease (0.25 kN) was observed.

2. Model performance
--------------------

In the extremely osteoporotic model, there were no significant differences (*p*\>0.05) in pullout strengths between cadaver and monolayer models. However, there was a significant difference (*p*\<0.05) between cadaver and bilayer models.

Significant differences (*p*\<0.05) were observed in pullout strengths between the cadaver and both the foam models in the osteoporotic comparisons. In case of the normal model, there were no significant differences (*p*\>0.05) in pullout strengths between cadaver and both the foam models.

Discussion
==========

A steady effort to develop pedicle screws with improved fixation capabilities to provide high-quality fixation devices for spinal surgery is underway worldwide. Surgeons, design engineers, radiologists, and statisticians have all contributed toward developing these screws, which are currently on par with those used in fixations available for long bones \[[@b28-asj-2018-12-3-398]\]. This study was designed to create a vertebral model that can be used to study the factors affecting the holding power of pedicle screws. These screws rely primarily on the cancellous bone for purchase, with the pedicle providing approximately 60% of the pullout strength \[[@b5-asj-2018-12-3-398]\]. Screw loosening has been reported to occur at the bone-screw interface due to mechanical failure or instability in osteoporotic subjects \[[@b29-asj-2018-12-3-398]\]. The pullout strength of the screws inserted in osteoporotic bone becomes a crucial quality, particularly as the patient ages; as osteoporosis deteriorates the bone tissue enhancing the possibility of fracture and also poses challenges in treating fractures. Studies with human cadaver models have a restriction regarding availability and inter- and intra-sample variation. It is challenging to develop animal models for osteoporosis research as it involves hormonal intervention or dietary restrictions that significantly increase cost and length of experiments. Hence, there is a need to establish a vertebral model for studying the pullout strength phenomenon of pedicle screws.

This study aimed to develop a bone model that captures the inhomogeneity of the vertebra and the contribution of the pedicle, which is one of the most crucial anatomic structures in reconstructive spinal surgery toward holding power of pedicle screws. In the current investigation, a bilayer synthetic model was developed, which represented the inhomogeneity of the vertebra and also the pedicle region. This model showed no significant differences (*p*\>0.05) in pullout strength compared with that of a bone of normal density. Also, the bilayer model was able to match the trend in change of pullout strengths with density more closely with the cadaver results (i.e., the decrease in pullout strength from normal density to osteoporotic bone is more when compared to that between osteoporotic and extremely osteoporotic bones). In the monolayer foam model, the increase in pullout strength between the different densities shows a linear trend, which is not the case with cadaver bones where the trend is nonlinear. This phenomenon is more evident in the bilayer model compared with the monolayer model. This difference in trend might be caused due to the difference in bone architecture at the vertebral body and pedicle region. Pullout strength of the bilayer foam model was higher than monolayer foam model for all foam densities. This is probably owing to the presence of denser foam layers representing pedicle in the bilayer model. There was no significant difference (*p*\<0.05) in pullout strength between extremely osteoporotic model using cadaver and monolayer model. Hence, monolayer foam model can be used for representing extremely osteoporotic vertebra.

The architectural development of trabecular bone in the pedicle plays a critical role in determining the holding power of pedicle screw. A recent report by Inceoglu et al. \[[@b30-asj-2018-12-3-398]\] demonstrates the differences in the trabecular architecture of the pedicle and vertebral body, and that the bone volume fraction within the pedicle isthmus could not be predicted by vertebral BMD. Trabeculae of the pedicle are thicker, more isotropic, and exhibit plate-like characteristics with less spacing network \[[@b30-asj-2018-12-3-398]\], whereas in the vertebral body, they are anisotropic. This suggests that measurements of BMD within the pedicle before surgery in spine patients could provide a better sense of fixation quality. It may also be feasible, and important to treat the elderly spine patients before surgery to increase the strength of pedicular cancellous bone and to improve fixation quality. DEXA scans are used to measure the density of vertebra in the clinic. This provides a density measurement of the whole vertebra. The contribution of the facet joint and spinous process influences the measurement of the density. This can lead to an unnecessary increase in measured density. A new protocol aimed at measuring the density of individual regions of a vertebra, such as quantitative CT (qCT) would help in estimating the strength of the pedicle region. Currently, qCT results in additional patient radiation exposure. Hence, the development of low-intensity radiation techniques for better visualization and quantitative estimation of the strength of vertebra without other risks is warranted.

In the proposed bilayer model, it was assumed that the pedicle region is unaffected by osteoporosis and hence the uniform density of foam was used to represent the cortical-cancellous region. Due to this assumption, the pullout strength value obtained for the bilayer model is higher than the cadaver lumbar vertebra. Until now, due to the lack of available literature, the impact of osteoporosis on the pedicle region has been considered to be uniform. However, improved imaging and histological techniques will help in aiding our understanding of this phenomenon. Further studies aimed at understanding the strength of each region of the vertebra, such as a pedicle, facet joints, spinous process could aid in building a model closer to that experienced in the clinic. Additional tests with E-glass-filled epoxy sheets of differing thicknesses attached to a stable, rigid polyurethane foam would mimic the cortical layer on the cancellous bone block and evaluated for studying the role of cortical bone thickness on the primary stability of pedicle screws. The current investigation demonstrates that while the absolute values of pullout strength remained markedly different, the patterns of pullout strength were very similar between the two testing models. This can be attributed due to variation in the cadaveric sample due to intra-individual non-homogeneity, geometric and material properties of bone. Better imaging and histological studies will help in understanding the osteoporosis at pedicle region, and its density can be measured and used to create better biomimetic synthetic foam models.

One limitation of the current study is that only a simple axial loading was studied, which represented the initial holding period of the pedicle screw. Furthermore, the inhomogeneity due to the presence of fat, bone marrow, and blood inside the vertebra is challenging to model in a foam model. It was assumed that the contribution of these components is negligible. The current results apply to the screws of dimensions as described. Hence, caution should be exercised while extrapolating the results to other screw types.

Conclusions
===========

The current study was aimed at developing a new synthetic bone model of the vertebra which could be used to study the inhomogeneity of vertebra and the contribution of the pedicle region for the pullout strength of pedicle screws. The model consisted of bilayer foam that reflects the density differences between cortico-cancellous pedicle and the cancellous vertebral body. This model was compared with results produced from tests done on a cadaver bone model. The bilayer model proposed here could be used to represent a typical bone for studying pullout strength phenomenon. The monolayer model can be used to describe extremely osteoporotic bone as it was able to match the pullout strength.
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###### 

Material property of foam used in the study

  No.   Bone type                Density (g/cm^3^)
  ----- ------------------------ -------------------
  1     Extremely osteoporotic   0.080
  2     Osteoporotic             0.160
  3     Normal                   0.240
  4     Cortico-cancellous       0.300

###### 

BMD measurement of the samples and corresponding bone types

  Variable                                   Sample 1                 Sample 2       Sample 3       Sample 4   Sample 5                 Sample 6
  ------------------------------------------ ------------------------ -------------- -------------- ---------- ------------------------ --------------
  Age (yr)                                   70                       68             72             68         76                       36
  Gender                                     Female                   Male           Female         Male       Female                   Female
  BMD (g/cm^2^)                              0.648                    0.709          0.815          1.10       0.625                    0.789
  T-score                                    −3.6                     −3.1           −2.1           0.1        −3.8                     −2.3
  World Health Organization classification   Extremely osteoporotic   Osteoporotic   Osteoporotic   Normal     Extremely osteoporotic   Osteoporotic

BMD, bone mineral density.
